From: DiNatale, Margaret (DPH) 

Sent: Wednesday, June 02, 2010 9:15 AM 

To: Alfonso, Felipe (DPH); Belanger, Peter (DPH); Borne, Alan (DPH); Caloggero, Dina 

(DPH); Chen, Karen (DPH); Clemmer, Jill (DPH); Elvin, Paul (DPH); Gauthier, Cheryl 
(DPH); Han, Linda (DPH); Hennigan, Scott (DPH); Holland, James (DPH); Jacobsen, 
Patricia (DPH); Jenner, Jennifer (DPH); Kazianis, Arthur (DPH); Konomi, Raimond (DPH); 
Krumholz, Glenn (DPH); Massif, Julianne (DPH); O'Brien, Elisabeth (DPH); Rubin, Alan 
(DPH); Salemi, Charles (DPH); Servizio, Paul (DPH); Smole, Sandra (DPH); Stiles, Tracy 
(DPH); Swanson, Tanya (DPH); Wang, Xingtai (DPH) 

Cc: DiNatale, Margaret (DPH) 

Subject: autoclaves 


Hi everyone, 

John Zak was here last week to perform the quarterly PM on the autoclaves. John noted as several of the maintenance 
checklists that the interior of the units need to be cleaned. Cleaning the interior of the units is NOT included in the 
contract and each lab is responsible for cleaning up any spills in the autoclave chamber. 

Below is a list of the autoclaves that need to be cleaned. 

Room 703 
Room 453 
Room 303 


Thanks, 

Peggy DiNatale 
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